A b s t r a c t Introduction: Transcatheter aortic valve implantation for severe symptomatic aortic stenosis in patients with a previous mitral valve prosthesis is technically challenging, and pre-procedural comprehensive assessment of these patients before transcatheter aortic valve implantation is vital for an uncomplicated and successful procedure.
Introduction
Transcatheter aortic valve implantation (TAVI) is a promising alternative to high-risk surgical aortic valve replacement (s-AVR) [1] . The procedure is mainly indicated in patients with severe symptomatic aortic stenosis (AS) who cannot undergo surgery or who are at very high surgical risk [2] , which is more significant in patients with a pre-existing mitral valve replacement (MVR). However, the history of previous MVR makes the procedure technically challenging, and pre-procedural comprehensive evaluation of patients is crucial for a successful and safe procedure.
Aim
We report our TAVI experience in patients with previous MVR and want to point out the importance of technique and pre-procedural assessment.
Material and methods
One hundred and thirty-five consecutive high-risk patients with symptomatic severe AS were treated with TAVI between June 2011 and April 2014. The mean age of the patients was 78.5 ±7.2 years. Six of the patients had a functioning mitral valve prosthesis (5 mechanical, 1 bioprosthesis) and underwent transfemoral aortic valve implantation using an Edwards SAPIEN XT (Edwards Lifesciences, Irvine, California) balloon-expandable bioprosthesis. A decision between TAVI and AVR is made by a heart team by considering the perioperative risk of the patients. Written informed consent was obtained from all patients, and the local ethics committee approved the procedures.
Before TAVI, coronary angiography (Siemens Axiom Artis Zee, Siemens Medical Solutions, Erlangen, Germany), multi-slice computed tomography (Toshiba Aquillion, Advances in Interventional Cardiology 2015; 11, 4 (42) Toshiba medical system, Otowara, Japan) and transesophageal echocardiography (Philips İE 33, Philips Healthcare, Bothell, WA) were performed in all of the patients to determine the operation feasibility (peripheral arteries, aortic annulus) and procedural technique (relationship between aortic annulus and mitral prosthetic ring/struts) (Figures 1, 2) . All patients were prospectively followed and their clinical and echocardiographic data were recorded. All procedures were performed under local anesthesia or general anesthesia under fluoroscopic and transesophageal guidance. Percutaneous access and closure were applied in 5 patients and a surgical cut-down strategy in 1 patient. The Prostar XL 10 Fr (Abbott Vascular, Abbott Park, IL, USA) device was used in 4 patients and Proglide (Abbott Vascular Inc., Redwood City, CA, USA) device in one patient for percutaneous closure. During balloon valvuloplasty and valve deployment, rapid ventricular pacing (180-200 beats/min) was used. Balloon valvuloplasty also has an important role in estimating the degree of interaction between the mitral prosthesis and bioprosthetic aortic valve by observing the displacement of the balloon during inflation (Figure 3) . Additionally, in order to prevent the jamming of the prosthetic mitral valve, it is important that the Amplatz superstiff wire within the left ventricle has a floppy segment on the tip (Figures 4, 5) . Aortic root angiography was performed after the proce- Oral anticoagulant (warfarin) therapy was discontinued before the procedure while enoxaparin two doses a day was used for bridging therapy. Transcatheter aortic valve implantation was performed when the international normalized ratio (INR) value was under 1.5. All patients were pretreated with acetylsalicylic acid 100 mg and clopidogrel 75 mg daily. Warfarin therapy was started immediately after the hemostasis, and either clopidogrel 75 mg or acetylsalicylic acid 100 mg daily was added for one month in order to decrease bleeding complications. International normalized ratio (INR) was aimed to be between 2.0 and 2.5. After a month acetylsalicylic acid + clopidogrel treatment was stopped and warfarin treatment was continued. During the procedure, a bolus of intravenous heparin was administered to achieve a target activated clotting time (ACT) of 250 s to 300 s, and the ACT was measured every 30 min thereafter. Prophylactic antibiotics were administered before and during the procedure. First generation cephalosporin was chosen as a prophylactic agent and administered during hospital stay and until 1 week after discharge. The procedures were performed under general anesthesia in 2 patients and under mild sedation in the remaining 4 patients. The Edwards SAPIEN XT valve was implanted in all patients with the immediate improvement of their hemodynamic status. The mean procedural time was 83.6 ±9.85 min.
We monitored our patients clinically and echocardiographically immediately after the procedure in the operating room by TEE and at pre-discharge, 1 month, 3 months, 6 months and annually by transthoracic echocardiography (TTE).
Statistical analysis
Statistical analysis was performed using SPSS version 20.0 for Windows (SPSS, Chicago, Illinois). The paired Student t test was used to analyze continuous data, and values were expressed as mean ± SD. A p value below 0.05 was considered statistically significant.
Results
The baseline characteristics of patients are illustrated in Table I . The mean age was 70.8 ±6.1 years. Female/ male gender was equal. Five patients had a mechanical and 1 patient had a biological mitral prosthesis. Only 1 patient had a history of reoperation on the mitral valve: 35 years earlier mitral annuloplasty, 19 years earlier mechanical MVR. Also 1 patient had both bioprosthetic MVR and tricuspid annuloplasty in the same session 5 years ago. The mean interval between TAVI and the most recent MVR was 9.5 ±3.8 years (mean: 5-19 years). The majority of patients (66.6%) were in New York Heart Association (NYHA) functional class IV and the other (33.3%) in functional class III. The logistic EuroSCORE was 30.8 ±12.8% and the Society of Thoracic Surgeons (STS) score was 10.5 ±2.7%. Four patients had coronary artery disease. One of the patients had previous coronary artery bypass grafting and only 1 patient had a cerebrovascular event without disabling sequelae. Four of 6 patients were in permanent atrial fibrillation and all patients were receiving oral anticoagulant therapy. The mean body mass index (BMI) was 25.9 ±4.8 kg/m². Four patients had chronic kidney disease (glomerular filtration rate (GFR) < 60 ml/min) with the mean GFR of 56.1 ±16.9 ml/min. One patient had a permanent pacemaker before TAVI.
The pre-procedural and post-procedural echocardiographic parameters of patients are summarized in Tables II  and III . The mean left ventricular ejection fraction (LVEF), mean transaortic valvular pressure gradient and mean aortic valve area (AVA) were 41.5 ±22.5% (range: 10-65%), 47.0 ±10.4 mm Hg and 0.65 ±0.11 cm² respectively. The mean transmitral prosthetic gradient was 5.66 ±1.86 mm Hg. The mean pre-procedural systolic pulmonary artery pressure (sPAP) was 54.5 ±6.37 mmHg, while 3 patients had right ventricle dysfunction diagnosed by tricuspid annular plane systolic excursion measurement (TAPSE < 1.4). All transcatheter balloon expandable aortic valves were successfully implanted. Our technical success rate (defined as stable device placement and adequate function in the first attempt as assessed by angiography and echocardiography) was 100% (6 of 6). Our acute procedural success rate (defined as device success with the absence of periprocedural major cardiovascular events including death, tamponade, and coronary artery occlusion in the first 24 h after device implantation) was 100% (6 of 6). Table IV summarizes the procedural considerations and outcome.
Post-interventional echocardiographic evaluation was performed immediately after the procedure in the operating room with TEE and repeated at pre-discharge with TTE. It revealed that all of the implanted valves had successful results with only mild AR in some of the cases. The mean transvalvular gradient and effective orifice area improved from 47.0 ±10.4 to 9.6 ±4.4 mm Hg, and 0.65 ±0.11 cm² to 1.65 ±0.34 cm², respectively (p < 0.001). Functions of the mitral prosthetic valve were unchanged in all 6 patients. At a mean echocardiographic follow-up of 15.6 ±10.8 months (1 to 31 months), neither worsening of the mitral valve regurgitation degree and gradients nor mitral prosthesis damage was observed. No structural deterioration (increase in aortic prosthesis gradients, worsening of AR degree) in the prosthetic valve at the aortic position was detected in the serial echocardiographic follow-ups. 1 st month, 6 th month, 1 st year follow-up echocardiography results are shown in Table V .
In our study, we defined all of the complications based on Valve Academic Research Consortium-2 (VARC-2) criteria [3] . Only one major bleeding complication occurred, requiring 2 units of blood transfusion. In the same patient who had a bleeding complication, an access site mi- ingly used with an extending range of indications. Having mitral valve prosthesis is an additional issue which has to be taken into account when planning transcatheter aortic valve replacement [4] . Initially, TAVI with an Edwards Sapien valve was deemed contraindicated in patients with a mitral valve prosthesis, and those with MVR were not included in the PARTNER study [5] . The TAVI procedure is considered technically challenging in patients with a previous mitral valve prosthesis and attention must be paid to certain issues during and after the procedure. The first of these issues is the shortening or loss of the aorta-mitral distance due to the mitral prosthesis; the second is that the mitral valve prosthesis close to the aortic annulus may cause inadequate expansion of the aortic prosthesis; the third is the possibility of post-procedural development of mitral valve dysfunction related to the interaction between the distal end of the aortic bioprosthesis and the pivotal disc of the mitral prosthesis; and the last difficulty is the possibility that the tip of the wire placed in the left ventricle may be caught within the mitral prosthesis valve [4, 6] . The first two factors, in addition to the risk of causing inadequate expansion of the valve, may also give rise to embolization of the valve due to the melon-seeding effect.
nor vascular complication was observed due to Prostar failure, and surgical closure was performed. Additionally, atrial fibrillation developed soon after the procedure in a patient and amiodarone was used for medical cardioversion. After maintaining normal sinus rhythm, the patient developed left bundle branch block. One of 5 patients required a new pacemaker after the procedure for complete heart block and received the pacemaker in the same session with TAVI. There was no mortality in the hospitalization period. One patient who received a pacemaker due to atrioventricular complete block after TAVI died of an unknown cause 14 days after the procedure. In 30-day follow-up, 80% of the patients were reported to have improvement in functional capacity by increasing their former NYHA class by one or two classes. There was no additional death for any reason at follow-up, giving an overall survival of 83.3%. Our longest surviving patient is now 31 months post-TAVI and also had chronic lymphocytic leukemia.
Discussion
Transcatheter aortic valve implantation is a treatment method that gives hope to patients with severe AS who are under high surgical risk and that has been increas- Various methods have been developed in order to reduce these risks. Firstly, the operator should apply tension on the delivery catheter in response to the opposing forces which pull the valve towards the aorta. This may prevent the valve stent from melon seeding and embolization. Another method is to measure the aorta-mitral distance using TEE and multi-slice computed tomography (MSCT), thus determining the patients in whom this distance is suitable. The third method is to use a valvuloplasty balloon of a similar size as the valve to be implanted into the aorta and to observe the balloon expansion and whether the valve remains fixed. Also inflation should be performed slowly to check for and correct any undesired movement of the prosthesis. In addition, valve positioning should be adjusted according to the degree of balloon displacement observed during balloon valvuloplasty. Generally, in patients without a mitral prosthesis, the transfemoral valve is positioned at the aortic annulus with 50% of its stent below the annulus. In patients with a mechanical mitral prosthesis, the valve is positioned more ventricular (60% of the stent below the annulus) to compensate for aortic displacement when valvuloplasty balloon shift is noted. Fourthly, an optimal fluoroscopic projection should be chosen and TEE should be used that clearly shows the mitro-aortic distance to facilitate the correct positioning of the prosthesis, to help position the aortic prosthesis correctly, to check its expansion and to assess its functioning. Finally, the floppy segment on the tip of the Amplatz superstiff wire within the left ventricle must be short, and jamming of the mitral prosthesis valve must be prevented by making efforts to keep it always under fluoroscopy.
In a study [7] published in 2011 in which 10 patients with previous prosthesis mitral valve implantations were included, Edwards SAPIEN aortic valves were implanted transapically in all patients. As a result of this case series it was noted that transapical aortic valve implantation in patients who had previously undergone mechanical or bioprosthesis MVR was possible and reliable, although technically difficult. In that study the new pacemaker rate was 50% and the overall survival was 60%. However, in our series, it was 16.6% and 83.3% respectively. In another study [8] published in 2013, Bruschi et al. performed TAVI on 9 patients who had previously undergone mitral valve surgery (4 mono-leaflet, 3 bileaflet, 1 bioprosthesis, 1 mitral ring). Two patients were subjected to direct aortic implantation and 7 patients to standard retrograde transfemoral TAVI. As a result it was noted that TAVI with a CoreValve (Medtronic, Inc, Minneapolis, MN, USA) was technically possible in high-risk patients with mechanical mitral valves or a mitral annuloplasty ring, but it was necessary that the patients' preoperative clinical conditions and their anatomic measurements such as the distance between the aortic annulus and the prosthesis mitral valve were suitable, and therefore care had to be taken in the selection of patients.
Performing TAVI in patients with MVR raises difficulties varying according to the type of the mitral valve prosthesis. For this reason, it is also important to know the characteristics and the profile of the mechanical mitral prosthesis before the procedure. The St. Jude brand mechanical valves, implanted in three of our patients, feature a narrow cage and have rigid struts at the sides that protrude to the left ventricle and occasionally to the left ventricle exit path. These struts may cause the migration of the balloon during the procedure. For this reason it is essential that balloon valvuloplasty be done in order to evaluate the degree of migration of the balloon in patients to whom aortic valves are to be transfemorally implanted, as is the case with our patients. Also, the degree of protrusion of the struts to the left ventricular exit path as well as the distance between the aortic annulus and the rigid strut must be measured. The reason for this is that the risk of migration of the balloon increases as the distance between the aortic annulus and the prosthesis valve struts decreases. This measurement is most accurately conducted through the use of TEE and MSCT. There is no consensus on an ideal TAVI valve for a patient with a mechanical mitral valve. Schumm et al. [9] stated that they preferred the Edwards Sapien valve because of the relatively short stent segment to minimize the risk. However, Bruschi et al. [8] suggested, based on their experience, that self-expanding valve implantation may guarantee more stability during deployment, and particular characteristics of the CoreValve should represent an advantage over Edwards Sapien valves. There should be sufficient distance between the lower edge of the aortic annulus and the upper edge of the mitral valve prosthesis, which is described as the aorta-mitral distance, to allow the implantation of an aortic valve safely. This distance has not been specified, but it was considered advisable that the distance be at least 3 mm in transapical implants and 7 mm in transfemoral implants [10] . In our study this distance was > 7 mm in all cases.
Conclusions
This study demonstrates that the TAVI with a balloon expandable Edwards SAPIEN XT valve can be performed safely and effectively and it is technically feasible in high-risk patients with either a mechanical or a bioprosthetic mitral prosthesis. The optimal valve position can be achieved with increasing experience and technical modifications. However, technical challenges exist in these patients. Therefore careful patient selection, rational preoperative and intraoperative planning and use of multimodal imaging tools (TEE, MSCT) are crucial for an uncomplicated, successful procedure.
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